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The low energy (Ebmax = 66.945 keV6
0.004 keV)b -emitter63Ni has become in-
creasingly important in the field of radionu-
clidic metrology. In addition to having a
low b -endpoint energy, the relatively long
half-life (101.1 a6 1.4 a) makes it an ap-
pealing standard for such applications. This
paper describes the recent preparation and
calibration of a new solution Standard
Reference Material of63Ni, SRM 4226C,
released by the National Institute of Stan-
dards and Technology. Themassic activity
CA for these standards was determined
using 4pb liquid scintillation (LS) spec-
trometry with3H-standard efficiency
tracing using the CIEMAT/NIST method,
and is certified as 50.53 kBq?g–1 6 0.46
Bq ? g–1 at the reference time of 1200 EST
August 15, 1995. The uncertainty given is
the expanded (coverage factork = 2 and

thus a 2 standard deviation estimate) uncer-
tainty based on the evaluation of 28 differ-
ent uncertainty components. These compo-
nents were evaluated on the basis of an
exhaustive number (976) of LS counting
measurements investigating over 15 vari-
ables. Through the study of these variables
it was found that LS cocktail water mass
fraction and ion concentration play impor-
tant roles in cocktail stability and consis-
tency of counting results. The results of all
of these experiments are discussed.
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1. Introduction

In recent years,63Ni has become an increasingly im-
portant radionuclide in the fields of analytical chemistry
and radionuclidic metrology.Because it is the product of
neutron capture by62Ni, which is found in steel used in
the construction of nuclear reactor facilities, it is of
considerable interest to the nuclear power community.
Because it has a relatively long half-life (101.1 a6 1.4
a) [1] and is a pureb -emitter with a low end-point
energy (66.945 keV6 0.004 keV) [2], it is becoming an
increasingly used radionuclide in studies involving 4pb
liquid scintillation spectrometry (LS). These physical
properties make subtle effects associated with this
technique more apparent than would be with other,
higher-energy,b -emitters. This paper describes the
preparation and calibration of a solution Standard Refer-
ence Material (SRM) of63Ni recently issued by the
National Institute of Standards and Technology.

2. Experimental

2.1 Policy on Treatment of Measurement Uncer-
tainties

All evaluation of measurement uncertainties through-
out this work follow accepted conventions used by the
NIST Radioactivity Group and are in concordance with
those recommended by the principal metrology
standards organizations [3]. All individual uncertainty
components are given as estimated experimental stan-
dard deviations (or standard deviations of the mean, if
appropriate), or quantities assumed to correspond to
standard deviations regardless of the method used to
evaluate their magnitude. Unless explicitly stated, all
uncertainties cited in this paper are “standard uncertain-
ties,” corresponding to one uncertainty interval. One
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particular exception is the uncertainty reported for the
certified massic activity1 of the 63Ni standard, which is
given as an “expanded combined standard uncertainty.”
In accordance with NIST policy [4], the combined stan-
dard uncertainty (calculated by combining the
individual uncertainty components in quadrature) is
multiplied by a “coverage factor” ofk = 2 to obtain an
“expanded uncertainty” assumed to give an uncertainty
interval having a confidence level of 90 % to 95 %.

2.2 Preparation of Master Solution and SRM
Ampoules

The origin of the solution used to prepare the present
SRM is depicted in Fig. 1. The original solution (labeled
“M1” in the figure) was prepared in 1968 by dissolving
a pellet of63Ni (produced by the neutron-activation of
62Ni, supplied by Oak Ridge National Laboratory) in a
solution containing concentrated HCl and concentrated
HNO3. The resulting solution (labeled “M”) was then
diluted with acidic NiCl2 solution by a factor of 24.4986
(labeled “M1”). A portion of this subsequent solution
was diluted further with acidic NiCl2 solution by a fac-
tor of 25.4005 (labeled “M2” in the figure). This solu-
tion was calibrated and issued as SRM 4226, and subse-
quently re-calibrated in 1984 and issued as SRM4226B.

In order to prepare the present solutions, an aliquant
of solution from an ampoule containing solution from
M1 was gravimetrically transferred (using a poly-
ethylene aspiration pycnometer) to a mixing bottle con-
taining a carrier solution of 98 mg of Ni+2 per gram of
solution in nominally 1 mol? L–1 HCl (NIST high-purity
grade) to give a dilution factor of 618.394 relative to the
M1 solution. An automatic dispenser was used to fill 60
borosilicate glass ampoules. The average solution mass
per ampoule was determined from the mass difference
(full and empty) for 14 ampoules chosen at random from
the set of 60 ampoules and was determined to be 5.080
g 6 0.002 g, where the uncertainty is the standard
deviation for dispensing repeatability into those 14
ampoules.

Based on these mass measurements and the known
dispensing volume, the density of the solution was found
to be 1.016 g? mL–1 6 0.002 g? mL–1. Three additional
density measurements were made using 50 mL and
25 mL volumetric flasks. These values, combined with
the average obtained from the dispensings, resulted in an

1 The term “massic activity” is that preferred by the International
Organization for Standardization (ISO) for the quantity obtained by
dividing the total amount of radioactivity in a sample divided by the
sample mass. The quantity is expressed in the International System of
Units (SI) as Bq? g–1.

average of 1.014 g? mL–1 6 0.004 g? mL–1, where the
cited uncertainty is the standard uncertainty and is equal
to the standard deviation of the four density values
combined in the average.

After filling, the ampoules were flame-sealed and
autoclaved. Four ampoules (numbered 7, 30, 48, and 58
by order of filling) were then chosen at random from the
set of 60 ampoules to perform the calibration experi-
ments.

2.3 Preparation of Liquid Scintillation Sources
2.3.1 Methods and MaterialsAll additions of ali-

quants in the experiments described below were per-
formed gravimetrically using polyethylene aspiration-
type pycnometers. Mass measurements were performed
with several (depending upon the mass ranges) single-
pan suspension microbalances with internal reference
weights. For mass measurements involving items with
masses greater than 20 g, a 200 g single-pan suspension
balance with internal weights was employed. Masses
above 100 g were determined with a 2 kgsingle-pan
suspension balance with internal balance weights. The
relative uncertainty of any mass determination after ap-
plication of the appropriate air-buoyancy corrections is
estimated to be6 0.05 %. Gravimetric additions of
radioactive solutions (63Ni and 3H) were performed us-
ing a microbalance.

The liquid scintillation (LS) cocktails were counted
using two commercially-available LS spectrometers.2

The first was a Packard TriCarb2500TR LS analyzer,
which employs two photomultiplier tubes (PMTs) in
coincidence mode, linear signal amplification for pulse
height analysis of spectra, and an external133Ba g -ray
source for quench determinations. The quench-indicat-
ing parameter (QIP) wastSIE, which uses a proprietary
algorithm to obtain a mathematical transform of the
Compton spectrum produced by theg -rays of the exter-
nal source, from which thetSIEis calculated by a math-
ematical combination of the coefficients of the trans-
form. The second system was a Beckman LS7800 LS
counter equipped with two Hamamatsu R331-05 PMTs,
also operated in coincidence mode, but with logarithmic
signal amplification. The QIP was the HorrocksH[,
which was determined with an externally-placed137Cs
g -ray source and which measures the shift (in channels)
of the edge of the Compton distribution of electrons
produced by the external source of a quenched cocktail
relative to an “unquenched” cocktail.

2 Certain commercial equipment, instruments, or materials are identi-
fied in this paper to foster understanding. Such identification does not
imply recommendation by the National Institute of Standards and
Technology, nor does it imply that the materials or equipment identi-
fied are necessarily the best available for the purpose.
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Fig. 1. Schematic diagram of preparation of and relationships between the NBS/NIST SRM4226 series of63Ni
solution standards.

The3H standard solutions were gravimetric dilutions
of NIST SRM 4927E, which was primarily calibrated in
September 1961 by internal gas counting [5] and recer-
tified in 1991 [6].

All of the LS cocktails were prepared using glass
vials of nominal 22 mL volume fitted with cork-backed,
aluminum foil-lined plastic caps. The cocktails were
generally prepared in the following steps:

1. One of three commercially prepared scintillation
fluids (Beckman Ready-Safe, Packard Ultima-Gold

AB, or Packard Insta-Gel XF) were dispensed into
the vials using a graduated, manual dispensing
pipette. An average mass of added scintillator was
obtained from mass differences between empty and
full vials of several vials chosen at random from
each set prepared. For some of the experiments
outlined below, the mass of scintillator added to
each individual vial was determined after volumet-
ric addition.
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2. Any additional water or Ni+2 carrier solution was
then added, either by determining the average mass
of added drops or by gravimetric determination of
each separate addition.

3. Some experiments utilized an induced-quenching
agent to provide the quenching range necessary to
develop a quench-correction curve. For those stud-
ies, either nitromethane (CH3NO2), or a 10 % (by
volume) solution of nitromethane in ethanol, was
added dropwise to the cocktail.

4. Radioactive solution was gravimetrically added to
the cocktail in such a way as to avoid contact with
the walls of the vial prior to mixing to prevent losses
due to absorption of material into the glass.

5. The vials were capped and agitated for several min-
utes to ensure mixing of all of the added compo-
nents of the cocktail. The vials were placed in one
of the two spectrometers and allowed to dark-adjust
for at least 30 min. If the vials were to be counted
on a second spectrometer, they were re-agitated and
dark-adjusted after transfer to the spectrometer and
prior to counting.

The typical counting arrangement consisted of
between 4 and 10 closely matched (in terms of compo-
sition, and thus quenching) pairs of3H and63Ni cocktails
with varying quench and two to four background blanks
containing distilled water and (in most experiments) Ni+2

carrier solution. The3H and 63Ni cocktails were alter-
nately counted in sequence of increasing quench. The
backgrounds were positioned at equal intervals through-
out the counting series. Count times were usually 20 min
livetime and each series was generally counted for 6
cycles. No internal instrumental corrections of any kind,
other than livetime, were used. Deadtime losses for any
counting source used in this work were less than 3 %.

Impurity levels ofg -emitting radionuclides were de-
termined using an ampoule containing solution from M1
(prior to dilution) with a calibrated HPGeg -ray spec-
trometry system.

2.3.2 Preliminary Experiments The overall
goal of the preliminary experiments was to identify and
quantify as many of the sources of uncertainty as possi-
ble while making a large number of measurements of
the massic activity. To this end, 33 matched3H and63Ni
cocktail pairs (plus background blanks) were prepared
over the course of 22 experiments. An additional set of
experiments involving total cocktail mass (volume) ef-
fects was performed and has been previously described
[7]. The various LS cocktail compositions used in the
calibration experiments are summarized in Table 1.
Details of the experiments for each set of cocktails are
presented below.

Experiments “A” to “H”

The cocktails prepared for these eight trials were used
to study the differences between two of the scintillators,
the two spectrometers, and the effects of cocktail age in
applying the subsequent efficiency-tracing method. The
first set of counting sources used in trials “A” through
“D” and “H” consisted of five pairs of matched3H and
63Ni cocktails having 15 g of Ready Safe scintillatant.
Five additional pairs were prepared with Ultima Gold
AB. The average mass of the added scintillatant was
obtained from mass differences between empty and
filled LS vials for each of three Ready Safe and Ultima
Gold cocktails. Three additional cocktails of either
Ready Safe or Ultima Gold were also were also pre-
pared for each set to serve as background blanks. These
blanks had compositions that were similar to the63Ni
and3H cocktails.

The amount of gravimetrically-added radioactive3H
and63Ni solutions was nominally 15 mg. The63Ni solu-
tion was from ampoule 30. About 15 mg of Ni+2 carrier
was added to each of the six background blanks. Be-
tween 0 mg and 400 mg of the diluted nitromethane was
added dropwise as an induced quenching agent.
Amounts were added to the backgrounds such that the
amount added covered the 0 mg to 400 mg range used
in the 3H and63Ni cocktails.

The two series of cocktails were counted alternately
between the two spectrometers for 6 cycles of 20 min
livetime. The Ultima Gold cocktails (series E, F, G)
were counted over the course of 9 d, while those with
Ready Safe were counted over the course of 86 d.

Experiments “I” and “J”

These experiments were intended to investigate any
influence on the efficiency tracing due to changes in the
amount of63Ni solution as it might affect both the activ-
ity and Ni+2 loading. Possible variations due to use of a
different63Ni ampoule were also studied. The amount of
water added to the cocktails was also increased above
the first set of cocktails from an aqueous mass fraction
f of 0.001 tof 0.03 in order to determine what effect,
if any, f would have on the efficiency-traced massic
activity.

A total of 21 cocktails were prepared by initially
adding approximately 14.5 g of Ultima Gold and 0.5 g
of distilled water to each of the vials. The average
masses of dispensed scintillator and water were obtained
from mass differences of five randomly chosen vials.
Between 40 mg and 50 mg of63Ni solution from am-
poule 7 were then gravimetrically added to nine of the
vials. Nine other vials had 30 mg to 40 mg of the diluted
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Table 1. Summary of LS cocktail compositions used in the preliminary and calibration experiments. In the table, each experiment trial is identified
with an alphabetic identifier (ID). The remaining categories are: the originating ampoule (Amp.) used to prepare the63Ni cocktails; the commercial
scintillant (Scin.) employed in the63Ni and 3H cocktails, where RS = Ready Safe, UG = Ultima Gold, and GEL = Insta-Gel XF; the spectrometer
used (Spec.) for the given trial, where B = Beckman and P = Packard; the number of cocktailsnc prepared for each experiment; the range of cocktail
ages (Age) in days between the time of sample preparation and midpoint of the LS counting interval; LS cocktail water mass fraction (f ); and the
masses of employed scintillant (ms), imposed quenching agent (mq), added water (mw), added Ni+2 carrier solution (mc), and either the63Ni or 3H
solution (mx)

ID Amp. Scin. Spec. nc Age f ms mq mw mc mx

(d) (g) (g) (g) (g) (g)

A 30 RS B 5 1–2 0.001 15 0–0.4 0 0 0.01–0.02
B 30 RS B 5 8–9 0.001 15 0–0.4 0 0 0.01–0.02
C 30 RS B 5 39–40 0.001 15 0–0.4 0 0 0.01–0.02
D 30 RS B 5 85–86 0.001 15 0–0.4 0 0 0.01–0.02
E 30 UG P 5 1–2 0.001 15 0–0.4 0 0 0.01–0.02
F 30 UG P 5 8–9 0.001 15 0–0.4 0 0 0.01–0.02
G 30 UG B 5 4–5 0.001 15 0–0.4 0 0 0.01–0.02
H 30 RS P 5 4–5 0.001 15 0–0.4 0 0 0.01–0.02
I 7 UG B 9 0.2–2 0.03 14.5 0–0.4 0.5 0 0.02–0.03
J 7 UG P 9 2.2–4 0.03 14.5 0–0.4 0.5 0 0.00–0.03
K 58 RS B 6 0.1–1.5 0.003–0.014 10 0–0.06 0–0.08 0–0.08 0.02–0.06
L 58 RS P 6 3.3–4.5 0.003–0.014 10 0–0.06 0–0.08 0–0.08 0.02–0.06
M M5 RS B 5 0.1–1.7 0.003–0.014 10 0–0.06 0–0.08 0–0.08 0.01–0.07
N M4 RS B 5 0.1–1.7 0.003–0.014 10 0–0.06 0–0.08 0–0.08 0.01–0.05
O1 30 RS B 6 0.2–1.6 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
P1 30 RS B 6 6.1–7.1 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
Q 30 UG B 6 3.8–5.4 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
R 30 UG B 6 7.2–8.1 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
S 30 UG P 6 0.2–1.6 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
T 30 UG P 6 6.1–7.1 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
Ua 30 RS P 6 3.8–5.4 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
Va 30 RS P 6 7.2–8.1 0.003–0.11 8.8–10 0 0.02–1.2 0.02–1.2 0.01–0.02
W 58 RS B 5 0.1–2.4 0.09–0.2 10.08–11.04 0 0.9–1.9 0.9–1.9 0.02
X 58 UG B 5 0.1–2.4 0.08–0.20 10.08–11.04 0 0.9–1.9 0.9–1.9 0.02
Y 58 RS P 5 4.2–7.0 0.09–0.2 10.08–11.04 0 0.9–1.9 0.9–1.9 0.02
Z 58 UG P 5 4.2–7.0 0.08–0.20 10.08–11.04 0 0.9–1.9 0.9–1.9 0.02
AA 48 UG B 5 2.8–4.0 0.1 10.5 0–0.75 0–1.2 0–1.2 0.02
ABb 48 UG B 4 2.8–4.0 0.1 10.5 0–0.75 0–1.2 0–1.2 0.02
AC 48 UG P 5 0.1–1.5 0.1 10.5 0–0.75 0–1.2 0–1.2 0.02
ADb 48 UG P 4 0.1–1.5 0.1 10.5 0–0.75 0–1.2 0–1.2 0.02
AEc 7 GEL B 4 0.1–1.7 0.015–0.11 6.5–11.5 0 0–5.5 0.02 0.02
AFd 7 GEL B 4 0.1–1.7 0.30–0.38 6.5–11.5 0 0–5.5 0.02 0.02
AGc 7 GEL P 4 1.9–3.5 0.015–0.11 6.5–11.5 0 0–5.5 0.02 0.02
AHd 7 GEL P 4 1.9–3.5 0.30–0.38 6.5–11.5 0 0–5.5 0.02 0.02

a Problems in determining the masses of cocktails 27, 30, and 31 caused these particular cocktails to be excluded from the overall average.
b The fraction of added Ni+2 carrier solution that comprised the aqueous fraction of the cocktail was varied, but the overall aqueous fraction of the
cocktail remained constant.
c “Normal” Cocktails—the first cocktail gave spurious results and was not included in the average.
d “Gel” Cocktails—the first cocktail gave spurious results and was not included in the average.

3H water standard gravimetrically added to them. Three
background blanks were prepared by gravimetric addi-
tions of 20 mg to 30 mg of the Ni+2 ion carrier to the
scintillant. The quench was varied in the3H and 63Ni
cocktails by the dropwise addition of zero to 400 mg of
the diluted nitromethane. No quencher was added to the
backgrounds. All of the cocktails were counted for 20
min livetime over at least 5 cycles in both the Packard
and Beckman spectrometers.

Experiments “K” and “L”

The third series of cocktails used in these two prelim-
inary experiments was designed in such a way as to
allow investigations of the dependency on spectrometer
used, the effect of using a lower total cocktail volume,
differences between ampoules, variations in aqueous
mass fraction in the cocktail, and the effect of using a
very large quenching range on the efficiency-traced

459



Volume 102, Number 4, July–August 1997
Journal of Research of the National Institute of Standards and Technology

activity. They were also the first experiments of this
study in which the3H and63Ni cocktails were prepared
so as to be very closely matched in terms of composi-
tion. A total of 14 sources were prepared—six each of
3H and 63Ni, and two backgrounds. The sources were
prepared with 10 g of Ready Safe added volumetrically
to each vial, with an average mass obtained by mass
differences for three randomly chosen vials. Between 15
mg and 60 mg of the63Ni solution from ampoule 58
were gravimetrically added to the63Ni cocktails. Be-
tween 15 mg and 80 mg of3H were gravimetrically
added to the3H cocktails. In order to ensure that the
cocktails were closely matched, nickel carrier solution
was added to the3H cocktails in amounts such that the
Ni+2 ion number concentration in both the3H and 63Ni
cocktails were matched. In a similar fashion, distilled
water was added to the63Ni cocktails to account for the
additional water present in the3H cocktails from triti-
ated water. A large quenching range was obtained for
the cocktails by the dropwise addition of undiluted ni-
tromethane. Two background blanks were prepared so
as to cover the quenching range of the3H and 63Ni
cocktails, with the first cocktail containing nominally
15 mg of Ni+2 carrier (gravimetrically added) and no
added quencher, and the second containing nominally
60 mg of Ni+2 ion carrier and four drops of undiluted
nitromethane.

The vials were counted in the Beckman for 7 cycles
of 20 min livetime counts (trial “K”), then transferred
to the Packard for 6 cycles of 20 min livetime counts
(trial “L”).

Experiments “M” and N”

These experiments provided a confirmation of the
present calibration by comparisons with those for NIST
SRM 4226 and SRM 4226B. Largely, they could be
used to confirm the dilution factors of the previous two
63Ni SRMs. Alternatively, they could be considered to be
a check of the chemical stability of the solutions over 27
years. Because solution M1 (see Fig. 1) was of such high
activity, it was necessary to dilute the solution from one
of the ampoules of this batch to allow it to be counted in
the LS spectrometers. One such ampoule was obtained
and gravimetrically diluted with Ni+2 carrier solution by
a factor ofDF = 482.142 and labeled “M4.” Likewise,
an ampoule containing solution M2 (the source of the
solutions for SRMs 4226 and 4226B) were obtained.
This was also diluted, but by a factor of only 31.792, and
was labeled “M5.”

Five LS sources were prepared from each of the two
63Ni solutions (“M4” and “M5”), as well as five3H
sources and two background blanks. A volume of 10 mL

of Ready Safe was volumetrically added to the vials, and
the average mass of added scintillant was obtained by
mass differences between two randomly chosen vials. A
series of cocktails with increasing activity for the two
63Ni solutions as well as the3H was obtained by the
gravimetric addition of nominally 15 mg to 65 mg of the
active solution to their respective set of LS vials. The
compositions of the cocktails in each series were
matched to each other by the addition of63Ni carrier and
distilled water to the respective3H and63Ni cocktails as
described above. The quench was varied by the drop-
wise addition of zero to 0.06 g of the undiluted ni-
tromethane. The backgrounds were prepared so as to
reflect the two extremes of cocktail composition in the
sets of63Ni cocktails; that is, one vial contained nomi-
nally 15 mg each of the distilled water and Ni+2 carrier
and no added quencher, while the other had nominally
70 mg each of the distilled water and Ni+2 carrier and 4
drops of the undiluted nitromethane.

The cocktails were counted in the Beckman spec-
trometer for 7 cycles of 20 min counts.

Experiments “O” To “V”

Previous and parallel studies of volume effects in3H-
standard efficiency tracing of63Ni and 36Cl indicate [7,
8, 9] that changes or mismatches in total cocktail mass
(or, alternatively, in volume) introduce an additional un-
certainty into the determination of massic activity. With
this in mind, the experiments for this series of cocktails
were designed so as to keep the total cocktail mass as
constant as possible while altering the water fraction. To
do this, two sets of vials, one containing 8.8 g to 10 g
(gravimetrically dispensed) of Ready Safe, and the sec-
ond set containing the same amounts of Ultima Gold,
were prepared for both the3H and63Ni cocktails series.
The water fractions covered the range fromf ≈ 0.003 to
f ≈ 0.125. Two background blanks containing distilled
water and nominally 15 mg of Ni+2 carrier were pre-
pared in similar fashion to include the two extremes of
cocktail composition (aqueous fraction). All changes in
quenching were due solely to the amount of water in the
cocktails—no additional quenching agent was added.
Approximately 15 mg of either the3H or the63Ni (from
ampoule 30) were added to the vials.

The cocktails were counted using both spectrometers
either in 3 cycles of 30 min counts or 5 cycles of 20 min
each. Some degree of information regarding cocktail
stability and other efficiencies as a function of time was
obtained by repeated counting of all cocktails in both
spectrometers over the course of 8 d.

2.3.3 “Final” Calibration Experiments Based on
the data gathered from the above experiments, the
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final calibration experiments were designed to isolate
the effects of water fraction and the addition of Ni+2

carrier on the measured massic activity. It was also
possible with these experiments to look at the relative
quenching effects of the Ni+2 carrier and the diluted and
concentrated nitromethane solutions. A final set of
cocktails was prepared to look into effects of water
fractions in cocktails forming gels by looking at the
massic activities determined in both the “normal” and
“gel” phases.

Experiments “W” to “Z”

These experiments were designed to look more
closely at water fraction and cocktail matching effects
and to study how these effects are altered by which
scintillator is used. Solution M3 from still another am-
poule was used to provide an additional check as to the
consistency of the activity among the ampoules. The
cocktails were prepared in a similar fashion to those in
Sec. 2.2, except that the total cocktail mass was kept at
12 g and the aqueous fractions were higher (f = 0.08 to
f = 0.20). Two sets of cocktails were prepared, one each
for Ready Safe and Ultima Gold. The cocktail series for
both sets included five63Ni cocktails, five3H cocktails,
and two background blanks. Between 9.9 g and 11.3 g
of scintillant were first gravimetrically added to each
vial in the cocktail series. Nominally 15 mg of Ni+2

carrier were added dropwise to the3H cocktails and to
the background blanks. Additional water was gravimet-
rically added to all of the vials to bring the total cocktail
mass in each to 12 g. Nominally 15 mg of either the3H
or 63Ni (from ampoule 48) were then added to the vials.

The backgrounds (four in all—two each of the Ready
Safe and Ultima Gold) were made up so as to have the
minimum and maximum water fractions of the ranges of
the63Ni and3H cocktails. All quenching of the cocktails
was due to the added water—no added imposed
quencher was used.

The cocktails were counted for six cycles of 20 min
each in both the Packard and Beckman.

Experiments “AA” to “AD”

The goal of this experiment was to investigate effects
of added Ni+2 carrier to the solutions. To do this, two sets
of cocktails were prepared for each nuclide. The first
(for trials “AA” and “AC”) had a constant water fraction
(nominallyf = 0.1) and a constant total cocktail mass of
12 g. Approximately 10.5 g of Ultima Gold was gravi-
metrically dispensed into the scintillation vials (five

each of63Ni and3H cocktails), followed by the gravimet-
ric addition of 1.2 g of water. To these were gravimetri-
cally added 15 mg of either the63Ni or the 3H. Quench
variation was achieved by the dropwise addition of undi-
luted nitromethane.

The second set of cocktails also maintained constant
water fraction, but varied the contribution to the total
water mass from the Ni+2 carrier solution. Four cocktails
were prepared for both the3H and 63Ni cocktails in a
manner similar to that described before, with the varia-
tion being that the Ni+2 carrier added to both sets of
cocktails accounted for 0 %, 25 %, 50 %, and 100 % of
the total aqueous portion of the cocktail. No additional
quenching agent was used—all quenching variations
were accomplished by the varying amounts of Ni+2

carrier ions.
Two background blanks were prepared for this exper-

iment with the same water fraction (f = 0.1), but with the
Ni+2 carrier fraction equal to 25 % and 100 % of the total
water fraction in the cocktail.

The cocktails were counted in both the Beckman and
Packard spectrometers for 4 to 5 cycles of 20 min live-
time counts.

Experiments “AE” to “AH”

Cocktails for these experiments utilized the scintilla-
tor Insta-Gel XF to look at water fraction effects in both
the “normal” and “gel” phases of the scintillator. Be-
tween nominally 6.5 g to 12 g of Insta-Gel XF was
gravimetrically dispensed into two sets of 8 vials, plus
two background blanks. Masses of 15 mg of3H solution
and nominally 15 mg of the Ni+2 carrier were gravimet-
rically added to eight of the vials. The water fraction
(and thus also the phase of the cocktail) was altered by
the gravimetric addition of water such that all cocktails
contained a total cocktail mass of 12 g. The63Ni cock-
tails were prepared similarly, with solution from
ampoule 7. No additional carrier, other than the amount
needed to match the3H cocktails to the63Ni cocktails
(≈ 15 mg), was added. The total aqueous fractions of the
cocktails spanned the rangesf = 2 ? 10–5 to f = 0.1
(“normal phase”) andf = 0.29 tof = 0.46 (“gel phase”).

The two blanks were prepared so that one had a
composition in the “normal” phase (f = 0.08), and the
other was in the gel phase (f = 33). Only distilled water
was added to achieve the desired aqueous fractions in
the cocktails.

The cocktails were counted in both the Beckman and
Packard spectrometers for 4 cycles of 20 min livetime
counts.
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3. Results and Discussion
3.1 The CIEMAT/NIST 3 3

H-Standard Efficiency
Tracing Method

The CIEMAT/NIST 3H efficiency tracing method
[10, 11, 12] is a protocol by which the LS counting
efficiency for a cocktail of interest under known, vary-
ing quenching conditions is obtained by following the
efficiency of a closely matched (in terms of cocktail
composition) standard. Tritium is a good candidate for
this standard because of its lowb -energy, which makes
it very sensitive to quenching effects.

In order to describe the overall efficiency of the
counting system, a “figure of merit”M is employed. This
parameter describes the energy (in keV) required to
produce one photoelectron at the first dynode of the
PMT. For a decay event with energyE from theb -spec-
tral distribution, the fraction of energy lost due to heat
absorption outside the solution (i.e., the container walls)
is given by 1–W(E), while the fractional energy loss
due to secondary interactions within the solution
(“quenching”) is given by 1–Q(E). The energy remain-
ing, and thus available to produce photoelectrons, is then
EQ(E)W(E) and represents the unquenched energy of
the decay event. The average number of photoelectrons
produced at the first dynode of the PMT is then

n = M –1 EQ(E) W(E) . (1)

For low energies (< 100 keV),b -particles with the
distribution of these photoelectrons are assumed to fol-
low Poisson statistics (at higherb -energies the distribu-
tion is normal). Thus the probability of detectingx
photoelectrons from a mean number of photoelectronsn
can be calculated by

P(x, n) =
n–x

x!
exp(– n), (2)

and the probability of detecting zero electrons (the
“nondetection probability”) is just

P(0, n) = exp(–n) , (3)

where the probability distributions are normalized to 1.
The detection probability for a single PMT is then
(1–exp(–n)). Hence, for a two-PMT system in coinci-
dence, the expected efficiency above the detection

3 CIEMAT/NIST is an acronym for Centro de Investigationes
Energetica, Medioambientales y Technologicas and the National In-
stitute of Standards and Technology, which are the respective national
standards laboratory of Spain and the United States. Researchers from
the two institutions collaboratively developed the efficiency tracing
method which bears the names of those laboratories.

threshold is given by

«̂ (E) = {1 – exp [–n]} 2

= {1 – exp [–M–1EQ(E)W(E)]} 2 . (4

This efficiency, however, still only applies to events
abovethe detection threshold. In order to include events
below the threshold, an extrapolation to zero detection
threshold must be made.

This is achieved in the CIEMAT/NIST method by
relating this probabilistic efficiency«̂ to one that can be
determined experimentally. The calculation model for
this transformation is embodied in the code EFFY4,
which is an updated and revised version of EFFY2 [13,
14]. The program calculates the efficiency for a givenM
by first calculating the shape of theb -spectrum for a
particular nuclide through the Fermi distribution func-
tion P(Z, E) dE (not to be confused with the Poisson
probability distributionP(x, n), given above). By com-
paring the number of particles emitted to the number of
those that would most likely be detected, the efficiency
can be calculated by the relationship

«̂

E
Emax

0

{1 – exp[–M–1 EQ(E)W(E)]} 2 P(Z, E) dE

E
Emax

0

P(Z,E)dE

(5)

where the integrals represent the total number of counts
(numerator) orb -particles (denominator) over the en-
ergy from 0 keV to theb -endpoint.

In practice, the procedure consists of running EFFY4
to obtain a table ofM vs« [(accomplished by numerical
integration of Eq. (5)] for each of the nuclides involved
in the study, including the standard. The efficiency of
the standard is then experimentally determined and a
corresponding value ofM is read from the table. The
precision in the determinations is based on the step size
between successiveM -values used when running
EFFY4. A fit of M vs QIP,q, is obtained for the stan-
dard. Since the relationship betweenq and M is
assumed to be independent of the radionuclide, the
same equation can be used to obtainM for each of the
other nuclides based on the measuredq for that nuclide
as long as the measurements are carried out using a set
of standards with cocktail compositions identical to
those of the radionuclide being analyzed. By perform-
ing this fit of M vs q, it is possible to make the neces-
sary (small) adjustments to the figure of merit between
cocktails which are slightly mismatched in composi-
tion, volume, or any other condition that leads to
slightly different quenching. Based on theM calculated
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from this equation, the efficiency for that particular
nuclide can be obtained for those quenching conditions
using the tables generated by EFFY4.

EFFY4 calculations were carried out on a PC-clone
equipped with a 90 MHz Pentium processor and 16 MB
of RAM. The code was modified to permit very large
arrays to be carried through the calculation and the
output was modified to print only a two-column file of
efficiency vs figure of merit. This modified code was
recompiled using a 32 bit compiler and run to generate
tables for3H and63Ni with figure of merit increments of
0.0001 through the entire range of observed3H efficien-
cies. Theb -spectral distribution for each radionuclide
was calculated over intervals of 0.01 keV in each case
using the latest available data from the ENSDF database
[2, 15] (Ebmax,Ni = 66.945 keV + 0.004 keV,Ebmax,H =
18.594 keV + 0.008 keV). Typical calculation times of
10 min to 15 min were required to generate each of the
tables.

3.2 Activity Measurement Results

The general data analysis scheme for any given exper-
iment was as follows:

1. The count rates of all background blanks were
averaged.

2. The count rate for each cocktail was corrected for
background by subtracting the average integral
background rate from the observed gross integral
count rate of the cocktail.

3. The counting rates were then decay corrected to a
common reference time of 1200 EST August 15,
1995.

4. The corrected count rate for each cocktail was
divided by the mass of the added radioactive solu-
tion to obtain a massic rateRx with unit s–1 ? g–1.

5. An average massic count rate,Rx, and an average
QIP, q were obtained for each cocktail.

6. An average efficiency for each3H cocktail was
calculated from the known massic activity of the
3H standard and the experimental massic count
rate for each3H cocktail.

7. Based on each average efficiency, an average fig-
ure of merit,M3H, was obtained for that cocktail
by looking up the correspondingM -value for that
average efficiency in the tables generated by
EFFY4 for 3H.

8. A third-degree polynomial fit ofM3H vs q was
obtained.

9. From this fit, a figure of merit,M63Ni, for each63Ni
cocktail was calculated from itsq.

10. Using the tables generated by EFFY4, an average
efficiency for each63Ni cocktail was obtained.

Dividing this efficiency into the average massic
count rate for each63Ni cocktail, the massic activ-
ity, CA could be calculated.

All calculations were performed using a commer-
cially-available spreadsheet program and most opera-
tions outlined above were performed automatically with
programs using the spreadsheet’s programming lan-
guage.

As each experiment was performed, the data were
analyzed and manipulated to search for a large number
of experimental effects. The results of these searches
are outlined in the subsections below, as are the uncer-
tainty components associated with those effects. In
summary, the experiments performed for this calibra-
tion:

(i) were performed with two LS spectrometers with
different operating characteristics (e.g., linear vs
logarithmic pulse amplification, different coinci-
dent pulse resolving times, detection thresholds,
and instrument-specific quench-indicating meth-
ods—see Table 2.

(ii) were made with three commercial scintillation
fluids having different scintillation fluors and sol-
vent compositions;

(iii) employed matched3H and 63Ni cocktails at two
different LS cocktail total volumes, nominally
10 mL to 11 mL and 15 mL;

(iv) were made with cocktails having total aqueous
content (on a mass fraction basis) that ranged
from aboutf = 0.0001 tof = 0.125 water (f = 0.30
to f = 0.38 water in gel phase);

(v) used cocktails with an acidic content in the
aqueous portion that ranged from 1 mol?L–1 HCl
to less than 0.004 mol?L–1 HCl;

(vi) were made with cocktails having variable Ni+2

carrier ion concentrations in the aqueous portion
that ranged from about 0.4 mg to 100 mg Ni+2 per
gram of solution;

(vii) used varying quantities of both nitromethane (ni-
tromethane, or 10 % (by volume) solutions of
nitromethane in ethanol) and water (or slightly
acidic NiCl2 carrier solutions) as imposed quench
agents to develop the efficiency tracing curves;

(viii) involved a range of LS cocktail counting rates (for
both 3H and63Ni) from 400 s–1 to over 2200 s–1;

(ix) incorporated measurements on cocktails ranging
in “age” from < 1 d to nearly 90 d (where the age
is the time difference between cocktail prepara-
tion and measurement time);

(x) covered efficiency-tracing quenching ranges that
corresponded to63Ni detection efficiencies from
0.60 to 0.81, and3H efficiencies of 0.17 to 0.56;
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Table 2. Characteristics of the NIST LS spectrometers employed in the calibration of63Ni SRM 4226C

Characteristic System B System P

LS spectrometer model Beckman LS7800 Packard Tri-carb A2500TR

Operating mode Sum-coincidence Sum-coincidence

Photomultiplier tubes Hamamatsu R331-05 Hamamatsu R331-08

Operating temperature Ambient Ambient

Coincidence resolving time 22 ns 18 ns

Sum-coincident pulse amplification Logarithmic Linear

Pulse resolving time 5ms to 33ms 12ms
(variable with pulse height) (fixed)

Spectral analog-to-digital converter 1000 channels 2048 channels
(ADC) capacity

Nominal conversion gain Variable ≈1 keV
(energy per channel) (with logarithmic energy)

Detection threshold # 1 keV # 1 keV
(nominal)

Live-time determination method Gated oscillator (scaled) Gated oscillator (scaled)
(and uncertainty) (6 0.1 %) (6 0.1 %)

Quench indicating Horrocks number (H ) Transformed Spectral Index
parameter (QIP) of the External Standard (tSIE)

(proprietary)

External (-ray source for 137Cs 133Ba
QIP determination
(and location) (side) (bottom)

(xi) involved 34 separate efficiency tracing curves
each of which consisted of 4 to 9 cocktails that
had been independently measured 3 to 9 times;
and

(xii) included data on a total of 976 sets of measure-
ments on 55 matched63Ni and 3H LS cocktails.

The experimentally-determined massic activitiesCA

for each cocktail series are presented graphically in
Fig. 2.

3.3 Calculation of Certified Massic Activity and
Estimation of Uncertainty Components

Based upon our newly acquired knowledge pertain-
ing to sample loading in LS cocktails and examination
of the individual efficiency-traced massic activities
from each of the cocktails in each series, decisions were
made as to which data were to be included in the aver-
age for the final massic activity value. Because of the
low aqueous fractions of the cocktails and the fact that
no attempt was made to match the3H and63Ni cocktails
closely in terms of composition, data from experiments
“A” to “N” were excluded from the average. Two cock-
tails each from experiment series “O,” “P,” “U,” and

“V” were excluded due to inadvertent errors in mass
determinations in the63Ni added to the cocktails. The
first cocktail in each of the cocktail series was excluded
on the basis of having extremely low water fractions,
which resulted in apparently outlyingCA values. For the

Fig. 2. Average massic activitiesCA (in Bq ?g–1) of the63Ni cocktails
from all 34 experiments performed in this investigation. The uncer-
tainty bars indicate the standard deviations due to reproducibility
between the cocktails in the series.
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same reason, the first two cocktails from series “Q,”
“R,” “S,” and “T” were excluded. Finally, none of the
gel cocktails were included in the average (see section
3.3.6) and the first cocktail in the two “normal” phase
Insta-Gel cocktail series were excluded on the basis of
being considered outliers due to their low water frac-
tions. In all, 72 cocktails from 18 efficiency tracing
curves were used to arrive at aCA value for63Ni.

The mean63Ni massic activity for those 72 cocktails
was found to be 50.534 kBq?g–1 6 0.113 kBq?g–1 at the
stated reference time, where the uncertainty is the stan-
dard deviation for measurement reproducibility between
the 72 cocktails. Likewise, the mean63Ni massic activity
found by averaging the means determined in each cock-
tail series was found to be 50.530 kBq?g–1 6 0.089
kBq ?g–1 , where the uncertainty is the standard devia-
tion for activities determined amongst the 18 efficiency
curves. Therefore, the certified massic activityCA value
for this SRM is 50.53 kBq?g–1 6 0.46 kBq?g–1 as of the
reference time, where the stated uncertainty is the stan-
dard uncertainty.

A cumulative probability plot of the data from all of
the calibration experiments is shown in Fig. 3. Although
the data appear to be normally distributed, they do not
constitute a homogeneous population. In particular,
there are three separate and quantifiable contributions of
measurement variability to the uncertainty. These are
LS measurementrepeatability for several measure-
ments on a single LS cocktail within a series,reproduci-
bility among the different cocktails comprising a series,
and reproducibility among measurements between se-
ries (which comprise a single efficiency curve). Analy-
sis of these data revealed a total of 28 components of
uncertainty in applying the CIEMAT/NIST method in
this calibration. These are presented in Table 3. The
measurement model assumed in the elucidation of the
63Ni massic activity and its associated uncertainty com-
ponents is shown schematically in Fig. 4. Each of the
components will now be separately addressed and are
referred to by their identifier given in Table 3.

3.3.1 Uncertainty Contributions From Measure-
ment Variability As stated above, there are three dis-
tinct measurement variability components that con-
tribute to the overall uncertainty. The first,s1, represents
the LS measurementrepeatabilityon any single cock-
tail. This was calculated by averaging five (effective
degrees of freedomneff = 4) standard deviations of the
mean sm calculated from randomly-chosen cocktails
from among the 72 cocktails used in the calculation of
the centralCA value and has a magnitude of 0.055 %.
Eachsm had degrees of freedomn = 2 to 5. This uncer-
tainty estimator has an uncertainty itself, equal to about
50 %, which is the relative standard deviation of the five
sm values used to calculates1.

Fig. 3. Cumulative probability plot for the data obtained in the
present calibration experiments. The uncertainty bars indicate the
standard deviation of measurement repeatability for three to seven
measurements on a single LS cocktail. The solid line represents ran-
dom values drawn from a normal distribution with meanm = 50.534
kBq ?g–1 and standard deviations = 0.113 kBq? g–1.

The second measurement variability contribution re-
sults from reproducibility among the different LS cock-
tails within a cocktail series. This was calculated as the
standard deviation of the massic activityCA for all
18 cocktail series, each withn = 2 to n = 4, giving a
neff = 3 for this uncertainty estimator. This component,
s2 = 0.15 %, is one of the larger uncertainty components.
The uncertainty of this uncertainty component, found
from the relative standard deviation of the 18s2 values,
was about 60 %. Since the only difference between each
of the cocktails is the amount of quench, this uncertainty
component indicates the quenching dependence on the
determination ofCA.

The third component,s3, is the variability between
massic activities among the 18 experiments used to cal-
culate the centralCA value. It is given as the standard
deviation of CA values obtained from the 18 cocktail
series used in theCA value calculation and has a magni-
tude of 0.18 %. This component can be thought of as an
indication of the variability due to cocktail composition
effects.

Combining these three components in quadrature
(s = (S si

2)1/2), it is discovered that the overall contribu-
tion of measurement variability to the determination of
CA is 0.24 %, or roughly only one-fourth of the overall
uncertainty.

3.3.2 Background Measurement Variability The
background measurement variability,s4, was taken as
the Poisson “counting error” in 180 determinations of
the matched LS background blanks performed during
the calibration experiments. This average uncertainty is
equal to 0.22 % and leads to an uncertainty in the massic
activity CA of s4 = 0.0004 %.
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Table 3. Standard uncertainty components for the63Ni massic activityCA of SRM 4226C, calibrated by 4pb LS spectrometry with
3H-standard efficiency tracing

Uncertainty component and descriptor, Uncertainty type (A or B)a and comments Relative uncertainty
followed by propagated uncertaintiesa (%)

s1, LS measurement A; standard deviation of the meansm in CA for repeatability of LS measurements
variability on any one LS cocktail (neff = 4 effective degrees of freedom); typical value

obtained from 72 independent determinations ofsm (each withn = 2 to 5 degrees
of freedom); the “relative uncertainty (D) of the uncertainty estimator” (relative
standard deviation ofsm values) is 50 %

s2, LS cocktail A; standard deviations2 in CA for reproducibility among cocktails (differently
(quench dependence) quenched) within a single efficiency tracing curve (neff = 3); obtained from 18
variability independent determinations ofs2 (each withn = 2 to 4); D (relative standard

deviation ofs2 values) is 60 %

s3, LS efficiency A; standard deviations3 in CA for reproducibility between 18 efficiency tracing
tracing (cocktail curves for cocktails of differing composition (n = 17)
composition
variability

s4, background A; standard deviations4 (Poisson “counting error,” with magnitude 0.22 %) in
measurement background from 180 determinations on matched LS blanks.
variability

u5, gravimetric B; estimated standard uncertainty of mass for any one LS cocktail
(mass) determina-
tions for
LS cocktails

u6,
3H standard B; for a standard uncertainty of 0.18 % from NIST calibration

primary calibration

u7,
3H standard B; estimated standard uncertainty of gravimetrically-determined dilution factor

gravimetric dilution

u8,
3H standard decay B; for a standard uncertainty in half-life of 0.46 % for decay over 16.95 a; uncer-

correction tainty in timing is negligible

s9, LS spectrometer A; ratio of meanCA between 13 efficiency tracing curves obtained with one
dependence spectrometer and 17 curves with the other was 0.99906 0.0047

ss10, scintillator A; ratio of meanCA between 15 curves obtained with one scintillator and 11 curves
dependence with another was 1.00086 0.0048

u11, LS cocktail B; estimated standard uncertainty of fit of relation betweenCA and cocktail age
stability age (time between cocktail preparation and measurement)
dependence

u12, LS cocktail B; estimated standard uncertainty of systematic relation betweenCA and aqueous
composition mass fraction in LS cocktail
dependence

u13, LS cocktail B; estimated standard uncertainty of systematic relation betweenCA and cocktail
mass (or volume) volume
dependence

u14, mismatch of B; estimated standard uncertainty of about 3 % to 4 % based on comparison of
LS cocktail composi- quench indicating parameters for matched cocktails
tion in 3H, 63Ni and
blank cocktails

u15, livetime B; estimated standard uncertainty of 0.1 % for each of 2 spectrometers
determinations
for LS counting
time intervals

0.055

0.15

0.18

0.004
(and PE)b

0.05
(and PE)b

0.11

0.03

0.27

WEb

WEb

0.03 %
(and PE)b

0.06 %
(and PE)b

0.04 %
(and PE)b

WEa

0.07
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Table 3. Standard uncertainty components for the63Ni massic activityCA of SRM 4226C, calibrated by 4pb LS spectrometry with
3H-standard efficiency tracing—continued

Uncertainty component and descriptor, Uncertainty type (A or B)(a) and comments Relative uncertainty
followed by propagated uncertainties (a) (%)

u16, uncorrected B; estimated standard uncertainty corresponding to 1 % ofcorrection (for each of
deadtime counting two spectrometers) divided byÏ2
effects

u17, for 63Ni B; for estimated standard uncertainties in timing (0.001 %) and63Ni half-life
from mea- (1.4 %) for decay over intervals < 0.2 a
surement time to
common reference
time

u18, radionuclidic B; none detected; estimated standard uncertainty corresponding to the detection
impurities limit for the photonic-emission rate

s19, determination of A; for a relative standard deviationsq of 0.34 % (based on repeatability with 4
quench indicating cocktails each withn = 2 to 6);D (relative standard deviation of the fours18 values)
parameter (QIP) is 60 %
q, for 3H

s20, determination of A; for a relative standard deviationsq of 0.34 % (based on repeatability with four
q for 63Ni cocktails each withn = 2 to 6);D (relative standard deviation of the fours19 values)

is 60 %

u21, precision of3H B; calculational step sizes
efficiency versus
figure of merit (M )
calculations

s22, fit of relation A; for a standard deviation of 0.12 % on the fit for 4 independentM vs q curves
between3H QIP
and calculatedM

u23, precision of B; calculational step sizes
63Ni efficiency vs
M calculations

s24, fit of relation A; for a standard deviation of 0.006 % from the fit of the relation between the
between calculated calculated efficiency andM
M and63Ni
efficiency

u25, effect of B; estimated standard uncertainty
ionization quench-
ing assumptions
on efficiency
calculations

u26, effect of B; estimated standard uncertainty of 0.2 % for this effect divided byÏ2 for two
asymmetry in spectrometers
phototube
responses on effi-
ciency calculations

u27, effect of 3H B; for an estimated standard uncertainty of 0.04 % inEbmax

Ebmax on
efficiency
calculations

0.04

0.001
(and PE)b

0.0004

0.09
(and PE)b

0.09
(and PE)b

0.008

0.02

0.002

0.002

0.1

0.14

0.09
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Table 3. Standard uncertainty components for the63Ni massic activityCA of SRM 4226C, calibrated by 4pb LS spectrometry with
3H-standard efficiency tracing—continued

Uncertainty component and descriptor, Uncertainty type (A or B)a and comments Relative uncertainty
followed by propagated uncertaintiesa (%)

u28, effect of 63Ni B; for an estimated standard uncertainty of 0.006 % inEbmax

Ebmax efficiency
calculations

uc, combined quadratic combination of all components of uncertainty;uc = (oiui )
1/2 for i = 1 to

standard 28 withui = si for type A components
uncertaintya

U = k 3 uc, expanded fork = 2, which is assumed to correspond to a confidence level of about 90 to 95 %
uncertaintya

a Refer to accompanying text for definition of terms.
b The relative uncertainty for this component is wholly (WE), or in part (PE), embodied in the relative standard uncertainties of
componentss1, s2, s3.

0.0024

0.46

0.92

Fig. 4. Assumed measurement model for 4pb LS spectrometry of63Ni using 3H-standard efficiency tracing as given by the CIEMAT/NIST
method. The component uncertainties are identified byui andsi and correspond to the values reported in Table 3.
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It should be pointed out that although this component
can be separated and quantified, it is partially embodied
in the measurement variability components. This is be-
cause the same variation in the background count rates
is also somewhat contained in the variation of gross
counting rates of the LS cocktails.

3.3.3 Gravimetric (Mass) Determinations for LS
Cocktail The value taken for this component,u5, is a
canonical value used by this laboratory and is largely
due to the inherent uncertainties in the internal balance
weights and in the reproducibility in the optical scale of
the single-pan microbalance. The magnitude of the un-
certainty isu5 = 0.05 %.

3.3.4 Uncertainty Components Associated With
3H Standard Perhaps the largest contributor to the over-
all uncertainty in this calibration is due to the uncertain-
ties associated with the3H standard used in the effi-
ciency tracing. There are three components of the
uncertainty associated with the3H standard. The first is
the certified standard uncertainty for the SRM 4927E
3H standard (0.34 %) which must be unfolded from an
applied decay correction (0.29 %), leaving 0.18 %,
keeping in mind that the components are combined in
quadrature. When this is propagated through the calcu-
lation of the massic activity, it is found that this leads to
an estimate of 0.11 % foru6.

The second component,u7, takes into account the
gravimetric dilution that was performed on the3H stan-
dard. A similar 0.05 % standard uncertainty due to
gravimetric determinations applies to this gravimetric
dilution and must be considered separately fromu5. This
is because this uncertainty is propagated through the
3H-standard efficiency tracing by affecting the value of
the 3H activity used in calculations. When this uncer-
tainty in the dilution is propagated, it leads to a value for
u7 of 0.03 %.

The component,u8, takes into account the uncertainty
in the3H activity that arises from the uncertainty in the
3H half-life as it is decayed over 16.95 a. The standard
uncertainty of the3H half-life as compiled by ENSDF
[15] is 0.46 %, which, when propagated, leads to a value
0.27 % for u8. In evaluating this component, it is
assumed that timing uncertainties are negligible.

3.3.5 Spectrometer Dependence (s9) As discussed
above, two commercial spectrometers, both with differ-
ent operating characteristics, were used in the
calibration experiments. A comparison of the character-
istics of both spectrometers is given Table 2. Plots of
three sets of data in which the aqueous fraction of the
total LS cocktailf was similar for all cocktails in the
series but in which the two spectrometers were used are
shown in Fig. 5. The data in Fig. 5a appear to indicate
a slight dependence on the spectrometer used, espe-
cially for the cocktails which used Ultima Gold. Based

on these observations, a series oft -tests was performed
on these data, which indicated that while the differences
in means between the Ready Safe cocktails were not
statistically significant, those between the Ultima Gold
cocktails were. One possible explanation for these ob-
servations lies in the compositions of the various cock-
tails. For the cocktails in Fig. 5a, the aqueous fractionf
is at a minimum, nominally 0.1 %. As will be discussed
below, this water fraction has been shown to be too low
to give reliable results. The reliability of measurements
made using cocktails with an aqueous fraction of less
thanf = 0.05 is questionable at best. Further, it is shown
below that Ultima Gold appears to be more sensitive to
water fraction effects than Ready Safe.

Two more experiments involving Ultima Gold were
performed and those data are plotted in Figs. 5b and Fig.
5c. The data from these experiments exhibit much better
agreement between the two spectrometers, with the
t -tests indicating no statistical significance between the
means of the data from each spectrometer at the 95 %
confidence level. The water fractions of the cocktails
shown in Figs. 5b and Fig. 5c are nominally 3 % and
10 %, respectively, and could be considered to be suffi-
ciently high as to provide reliable counting measure-
ments. Because of the extremely low water fractions of
the LS cocktails of the data shown in Fig. 5a, that set of
data can be considered anomalous and it can be con-
cluded that there is little or no variability in the activity
measurements due to the spectrometer used.

It may be desirable, however, to attempt to quantify
any possible effect due to spectrometer differences. One
way to do this is to take the ratio of the mean massic
activity of the 13 cocktail series which used one spec-
trometer and the mean massic activity of the 17 cocktail
series using the other spectrometer. When this is done,
it is found that this ratio is equal to 0.99906 0.0047,
where the given uncertainty is the propagated standard
uncertainty on the ratio.

Because of the way in which the experiments were
performed and the large amount of data, any effect due
to differences in spectrometer would be completely
embodied in the measurement variabilities outlined in
Sec. 3.3.1.

3.3.6 Scintillant Dependence (s10) Although three
commercially-available scintillation fluids were used in
the course of these experiments, there are only sufficient
data to make a comparison between Ready Safe and
Ultima Gold. Even those data are further complicated
by cocktail composition effects. Plots comparing Ready
Safe and Ultima Gold with different cocktails series
using both spectrometers are shown in Fig. 6. While an
initial examination of these plots may show large
dependencies on the scintillator fluid used, consider-
ation of the cocktail composition casts doubt on this

469



Volume 102, Number 4, July–August 1997
Journal of Research of the National Institute of Standards and Technology

a

b

c

Fig. 5. Plots of efficiency-traced massic activityCA (in Bq ? g–1) for 63Ni experiments using the Beckman and Packard spectrometers with two
different commercially-available scintillation fluids, Ready Safe and Ultima Gold. Referring to Table 1, Fig. 5a contains data from experiments
“A” (circles), “E” (squares), “G” (diamonds), and “H” (triangles), all with aqueous fraction of cocktailf = 0.001; Fig. 5b contains data from
experiments “I” and “J”; and Fig. 5c contains data from experiments “AA” and “AC.” Water fractions in Figs. 5a and 5c were nominally 3 % and
10 %, respectively. The uncertainty bars represent measurement repeatability for the same LS cocktail with typical degrees of freedomn = 5.

interpretation. In the case of Figs. 6a and 6b, the
aqueous fraction of the cocktail is only 0.001. As has
been alluded to previously, and will be discussed at
length below, this amount of water is insufficient to
provide reliable measurements. One particularly inter-
esting aspect of these plots is the consistently low activ-
ity value obtained for the first cocktail, which corre-
sponds to minimum quenching. This effect is apparent
in the data obtained from both spectrometers, although
the absolute magnitudes of the efficiency-traced activi-
ties is somewhat lower in the Beckman relative to the

Packard.
Inasmuch as many routine LS measurements are

made with cocktails with such low water fractions, an
evaluation of the uncertainty of the measured activity is
appropriate. Taking the means of the activity values
with both the Ready Safe and Ultima Gold cocktails in
the Beckman, we obtain an average massic activity of
50.13 kBq? g–1. The median of these two sets of values
is also 50.13 kBq? g–1. Using this value, we then calcu-
late a relative standard deviation s of 0.12 % for those
10 cocktails. Similarly, the Packard data have a mean
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Fig. 6. Plots of efficiency-traced massic activityCA (Bq ?g–1 ) for 63Ni experiments involving two different commercially-available
scintillation fluids, Ready Safe (circles) and Ultima Gold (squares), in the Beckman and Packard spectrometers. Fig. 6a contains
data from experiments “A” and “G,” Fig. 6b from experiments “E” and “H,” Fig. 6c from “O” + ”P” and “Q” + “R,” and Fig. 6d
from “S”+”T” and “U” + ”V.” Water mass fractions Figs. 6a and 6b were 0.1 %, while those for Figs. 6c and 6d varied from 0.3 %
to 11 %. Uncertainty bars represent measurement repeatability for a single cocktail with typical degrees of freedomn = 9.

activity of 50.31 kBq?g–1 and from this we calculate a
relative standard deviations of 0.17 %. It cannot be
overemphasized, however, that cocktails with such low
water content should be avoided whenever possible.
This point will be further discussed below.

Turning to the data in Figs. 6c and Fig. 6d, we find
a significant difference between the efficiency-traced
massic activities of the first two cocktails relative to the
others in both spectrometers. Again, this is most likely
due to cocktail composition effects. The first two cock-
tails only have nominallyf = 0.003 andf = 0.03, respec-
tively. Although there are only two Ready Safe data
values with water fractions greater than 3 % for each
spectrometer, the data that do exist appear to suggest
that there is no uncertainty introduced by the inter-
change of Ready Safe and Ultima Gold. Even if there
were an effect due to differences in the scintillants, the
effect would again be embodied in the measurement
variability.

In order to estimate an overall uncertainty in the
efficiency-tracedCA due to use of these two scintillants
without regard to cocktail composition, ratios of the
mean massic activities of the cocktails obtained with
one scintillant to that using the other (similar to what
was done in estimating the spectrometer dependence in
Sec. 3.3.5) can be evaluated. When this is done, it found
that this ratio is 1.00086 0.0048 where the uncertainty
is the standard uncertainty on the ratio. Again, because
of the experimental design, any effect of employed
scintillant is completely embodied in the measurement
variability.

The final scintillant effect studied was the difference
between phases (“normal” and “gel”) in scintillants that
form viscous, opaque gels when the water fraction is
high (> 25 % or so). At low water fractions, the scintil-
lator is less viscous and is transparent, although there is
generally an intermediate water fraction region in which
the two phases (water and scintillant) are immiscible
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and as such the cocktail cannot give reliable results. The
final sets of cocktails (“AE” to “AH”) were prepared to
determine if any difference could be observed in the
efficiency-traced massic activities of the63Ni between
the two phases.

The data are plotted in Fig. 7, and as can be seen,
there is again an anomaly in the least-quenched cock-
tails. The surprising result is that this effect is the same
in both the “normal” and “gel” phases; that is, that even
though the “gel” cocktails have a large (about 25 %)
amount of added water, the least-quenched cocktail in
that phase still gives a low activity result. One possible
key to understanding what is happening may lie in the
uncertainties associated with these cocktails. There is a
systematic trend in all four of the measurements in that
the decay-corrected count ratesin all casesare dropping
with each successive count cycle, suggesting some sort
of cocktail instability. This is plausible when one con-
siders that in the “normal” cocktails, the water fraction
is about 1.5 %—well below the critical value of 5 %,
which we found to be the lower limit for obtaining
consistent results. However, this still does not fully ex-
plain the behavior of the “gel” series. The lowest water
fraction in the “gel” series was about 30 %, which is
well within the limits quoted by the manufacturer [16]
as the water fraction range that gives reliable results in
the “gel” phase. Nontheless, the present results suggest
that the cocktail is not stable. The reason for this is
unknown and may remain a mystery due in part to the
proprietary nature of the chemistry of these commercial
scintillants.

A statistical t -test on the data from the last three
cocktails in both series suggest that there is indeed a
statistical difference in the means of the efficiency-
traced massic activities between the “normal” or “gel”
phases. Neglecting the first cocktail in both the
“normal” and “gel” and combining the remaining 12
values of the massic activity (6 LS cocktails times two
spectrometers), a mean value of 50.48 is obtained. The
mean of the 3 “normal” cocktails (in 2 spectrometers) is
50.58 kBq? g–1, while the mean of the 3 “gels” is
50.37 kBq? g–1. The uncertainty of activity measure-
ments made with the scintillant in the two phases can be
estimated by considering the difference between the
two means for the “gel” and “normal” samples com-
pared to the mean obtained using the extant set of 12
activity determinations. This yields a difference of
0.20 %, which is multiplied by a coefficient of 0.89 (for
an unbiased estimate of the standard deviation from the
range of two measurements) to give an estimate of the
standard uncertainty of 0.18 % on the two phases.

3.3.7 Effects of LS Cocktail Age and Solution
Stability (u11) The effect of cocktail stability was stud-
ied by counting the first set of prepared cocktails over a
period of 86 days (cocktails “A” to “D”). These data are
plotted in Fig. 8. For each cocktail series, a linear fit was
performed in order to estimate the effect of the time
interval between source preparation and measurement
on the traced massic activity. Taking an average of 4
days between preparation and completion of counting
(typical for the combination of two spectrometers) for
all but the least quenched cocktail (“R1”), an average
increase in the massic activity of 0.032 % is observed
for those cocktails over this time interval. It should be
pointed out that this study was performed on cocktails
with very low aqueous fractions (f = 1 3 10–5) and as
such, the magnitude of this effect may or may not be the
same in cocktails with higher water fractions. In fact,
they would probably be expected to be lower because of
the noticeable increase in cocktail stability at higher
water fractions. This effect is partially embodied in the
measurement variability.

3.3.8 LS Cocktail Composition Dependence (u12)
As pointed out in the Introduction, one of the properties
of 63Ni that makes it so important in the field of radionu-
clide metrology is its lowb -endpoint energy, which
makes it somewhat more sensitive to subtle effects in
the measurement process that would not be apparent in
higher-energyb -emitters. One of these effects is the
influence of the mass fractionf of water in the LS
cocktail. One early indication thatf was important was
the magnitude of the measurement variabilities of the
cocktails. An examination of Fig. 2 shows that the mea-
surement uncertainties between cocktails is in general
larger in experiments “A” to “V” (where the water

Fig. 7. Plot of efficiency-traced massic activityCA (in Bq ?g–1 ) for
63Ni experiments using Insta-Gel XF in either “normal” (cocktails
“AE” and “AG”) or “gel” (cocktails “AF” and “AH”) states in both
the Beckman (circles and squares, respectively) and Packard (trian-
gles and diamonds, respectively) spectrometers. The uncertainty bars
represent the measurement repeatability for activity determinations
for the same LS cocktail over 6 independent measurements of the
massic activity in the same spectrometer.
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Fig. 8. Plot of efficiency-traced massic activityCA (in Bq ? g–1 ) for
63Ni (ampoule 30, Experiments “A” to “D”) as a function of the time
T (in d) between LS cocktail preparation and median of count interval
of five 20 min cycles. The uncertainty bars denote the one standard
uncertainty interval for measurement repeatability across five cycles.
The aqueous fractionf of the total cocktail mass was 0.001 in Ready
Safe. Data were acquired on the Beckman spectrometer. The data
series are denoted “R1” to “R5” (circles, squares, triangles, diamonds,
and filled triangles, respectively), where “R1” is the least-quenched
cocktail.

a

fraction was nominallyf = 0.001 tof = 0.03) then in
Experiments “W” to “AH” (in which f was maintained
above 0.05 ). The value off = 0.05 is also the minimum
recommended by at least one of the scintillant manufac-
turers [17].

Cocktail stability (i.e., the measurement variability or
replication) is not the only manifestation of these cock-
tail composition effects, however. Experiment series
“O” to “V” were specifically designed to investigate the
effect of water fraction not only on the measurement
variability, but also on the magnitude of the efficiency-
traced massic activity itself. The results of this investi-
gation are presented in Fig. 9. It is clear from these data
that the two scintillation fluids employed exhibit vastly
different behavior from each other. With the exception
of the cocktail withf ≈ 0.00035, all of theCA values
from cocktails prepared using Ready Safe are identical
within their respective measurement uncertainties. At
this point it is unknown why that single value is an
apparent outlier.

In cocktails prepared with Ultima Gold, the behavior
is a bit more erratic. Those cocktails withf lower than
0.05 exhibit much larger variability between measure-
ments on the same cocktail. Furthermore, this variabil-
ity suddenly and drastically decreases whenf is
increased over 0.05. This lower variability appears to be
maintained throughout the region between 0.05 and
about 0.12, although it should be expected to once again
increase as the water fraction approaches the cocktail
loading limits of the particular cocktail (f = 0.15 to
f = 0.20, depending upon the scintillator and the temper-
ature).

b

Fig. 9. Efficiency-traced massic activityCA (in Bq ?g–1) of 63Ni
standard solution as a function of water mass fractionf of the LS
cocktail. Data are presented for both the Packard (circles) and Beck-
man (squares) spectrometers using Ready Safe [Fig. 9a] and Ultima
Gold [Fig. 9b] as the scintillants. A constant cocktail volume of
nominally 10 g was maintained for all cocktails (cocktails series “O”
to “V”). The uncertainty bars denote the measurement repeatability of
a single cocktail over three to five independent measurements of the
massic activity.

The other striking effect observed for this scintillant
is the apparent difference in the massic activity between
cocktails with water mass fractionf < 0.05 and those
with mass fractionsf < 0.05. The meanCA for the low
f (< 0.05 ) cocktails is 49.85 kBq? g–1 6 0.26 kBq? g–1,
while that of the higher-f cocktails is 50.55 kBq? g–1 6
0.06 kBq? g–1—a difference of 1.4 %. Ultima Gold was
allegedly formulated to be capable of relatively high
cocktail loading (up to 20 % water), but there is no
mention in any manufacturer’s literature of alower limit
on the amount of water that needs to be present in a
cocktail in order to obtain reliable results. The danger
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with this effect is that had the same aqueous fractions
been used in all of the experiments as in the first three
experiments, the reported value would have been incor-
rect by about 1.4 % and there would have been no way
to know otherwise.

A full analysis of the uncertainties introduced due to
total aqueous fractions, as well as mismatches in water
compositions between the3H and63Ni cocktails, is given
by Collé[8, 9]. In the present calibration study, however,
any uncertainty due to cocktail mismatches are com-
pletely embodied in the measurement variability. Uncer-
tainty due to using the “wrong” water content was elim-
inated by using onlyCA values obtained from cocktails
having at least 4 % water fraction in the final average.

The associated uncertainty component and its effect
on the efficiency-traced massic activity can be esti-
mated by a fit of the massic activity vs. the aqueous
fractionf of the cocktail. This fit revealed an uncertainty
of 0.06 % for the composition range used in the calibra-
tion experiments and is partially embodied in the LS
measurement variabilities.

3.3.9 LS Cocktail Mass (or Volume) Dependence
(u13) The topic of total cocktail volume dependence of
the efficiency-traced massic activity is extensively
treated in Ref. [7]. A linear fit ofCA vs total cocktail
volume (with constant cocktail composition) can be ob-
tained, indicating a 0.04 % uncertainty across the vol-
ume range of the cocktails used in computing the cen-
tral value. This uncertainty is also partially embodied in
the uncertainties due to measurement variability.

3.3.10 Effect of LS Cocktail Mismatch Between
3H and 63Ni Cocktails (u14) This topic has been dealt
with extensively by Colle´ [8, 9]. For the purposes of
estimating the uncertainty due to mismatches between
the3H and63Ni cocktails, it is necessary to compare the
QIPq for the “matched” cocktails and calculate how this
difference inq affects the final calculatedCA. Examina-
tion of the extant data set indicates that for allegedly
“matched” 3H and 63Ni cocktails, q can differ by as
much as 3 % to 4 %. Fortunately, this effect is entirely
embodied in the LS measurement variabilities.

3.3.11 Spectrometer Timing EffectsTwo uncer-
tainty components can be associated with timing effects
involving the spectrometers themselves. The first com-
ponent,u15, is the standard uncertainty of the livetime
counting intervals of 0.07 %, which was obtained from
an estimate of 0.1 % for each instrument and is reduced
by a factor of 2 for the two spectrometers.

The other component,u16, accounts for the uncer-
tainty in the deadtime that is not compensated for by the
spectrometers themselves. This is evaluated [18] by as-
suming that the deadtime correction is 10 % and that the
spectrometer is capable of correcting for the deadtime to
within 10 ms to 15 ms for an uncertainty of 0.1 % for

each spectrometer. This is reduced by a factor ofÏ2
(for two spectrometers), giving a value of 0.07 %, which
leads to a standard uncertainty contribution of 0.04 % to
CA due tou16.

3.3.12 Decay Corrections for63Ni from Measure-
ment Time to Reference Time (u17) In performing
decay corrections from the midpoint of an LS counting
interval to the reference time, the uncertainty inCA can
arise from two sources. The first, the uncertainty in
determining the time differenceDT over which the de-
cay correction is made, is due exclusively to the uncer-
tainty in the start times of the counting intervals as
reported by the respective spectrometers. This is esti-
mated to be6 1 min over 50 d (1.43 10–3 % ), which
was the longestDT over which any decay correction was
made. Propagating this through the calculation ofCA

indicates that the contribution from this uncertainty to
u17 is very small, on the order of 10–8 .

The dominant contribution, however, is the standard
uncertainty in the half-life of63Ni , which is equal to
1.43 10–2 [15]. When this uncertainty in the half-life is
propagated through the calculation ofCA, an estimate of
u17 = 13 10–3 % is obtained.

3.3.13 Determination of Quench-Indicating
Parameters (QIP) Measurement of q for each
quenched cocktail of both the3H and63Ni is crucial for
the determination of the63Ni counting efficiencies. The
q values determined for3H are used to develop the
equations that relate the figure of meritM to q, which
is in turned used to calculate a newM for each of the
63Ni cocktails based upon the measured63Ni q values.
The relative standard uncertainties fors19 and s20 are
0.34 % for both the3H and 63Ni and are based upon
repeatability with four cocktails chosen at random from
among the extant data set, each with between three and
seven determinations ofq. These uncertainty compo-
nents each have an uncertainty of 60 % associated with
them. When propagated through theCA calculations, the
magnitudes ofs19 ands20 are found to be 0.09 %. These
two uncertainties are also partially embodied within the
measurement variabilities discussed above.

3.3.14 Uncertainties Associated With Calcula-
tions Performed in the CIEMAT/NIST Method In
this particular application of the CIEMAT/NIST
method, there are eight identifiable uncertainty compo-
nents which affect the uncertainty ofCA. Two of them,
identified asu21 andu23 in Table 3 are due to the step
sizes used in the EFFY4 calculations. The input to
EFFY4 allows the user to define the increment inM to
be used in the calculations. Because of the different
Ebmax of 3H and 63Ni, the change in efficiency« for a
given change in figure of meritM , d« /dM , is different
in each case. Increments of 0.0001 inM were used to
generate the two lookup tables used for this calibration.
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For the quenching range used in these experiments, the
average ratio of d« /dM for 63Ni compared to3H is about
0.59, which can be termed a relative efficiency factorS.
For 3H, this step size uncertainty is 0.008 % which
results in a value ofu23 ≈ 0.002 % on application of the
factor S.

Another uncertainty introduced by the use of EFFY4
is that due to the uncertainties in theEbmax of the two
radionuclides. In the case of3H , the uncertainty ofEbmax

is 0.04 %. The effect ofEbmax for 3H on theCA for 63Ni
can be estimated from a re-calculation of the table of«
vsM when theEbmax for 3H is increased by 0.04 %. From
this, one finds that the mean value ofCA changes by
0.09 %, which is taken as the value ofu27. Similarly, the
uncertainty inEbmax for 63Ni is 0.006 % and the value of
CA changes by 0.0024 %, leading to the value ofu28.

Two more uncertainty components, fors22 ands24, are
introduced by the fits of the measuredq for 3H vs the3H
figure of meritM3H obtained from the EFFY4 calcula-
tions or the fit of the63Ni figure of merit M63Ni vs the
calculated63Ni efficiency «63Ni. In the case ofs22, the
standard deviations of the fitting parameters for third-
order fits from four independent curves ofM vs q were
typically 0.12 % and resulted in a relative standard
uncertainty contribution toCA of 0.02 %.

Evaluation ofs24 was a bit more subtle because it
enters the uncertainty assessment only in an indirect
manner. A fit of63Ni efficiency vsM is actually never
performed in this application of the CIEMAT/NIST
method. Rather, this fit enters intos23 through the vari-
ability in the q determinations and theM / (q) sensi-
tivity. That is, a change in the63Ni activity D«63Ni can
be expressed as

D«63Ni = D(q) ?
«Ni

M
?

M
 (q)

,

which results from a corresponding changeD(q) in the

QIP determination, and where
«Ni

M
and

M
 (q)

and can be

estimated from the slopes of the fits of« vs M for 63Ni
andM vs q for 3H. From this, one can estimate

s24 = s22 ?
«Ni

M
?

M
 (q)

,

which is the value of components24 using the value of
components22.

3.3.15 Other Uncertainties Affecting Efficiency
Calculation Two components are identified which rely
solely on evaluations by other investigators. The first,

the effect of ionization quenching assumptions on the
efficiency calculations, is an evaluation of the uncer-
tainty introduced by the assumption of the particular
model used by EFFY4 to account for ionization quench-
ing effects. This is essentially an evaluation of the uncer-
tainty of the functionQ(E) and the effect of that uncer-
tainty on the calculatedCA value. The magnitude of this
component,u25, is based on the mean of two values cited
in Refs. [19, 20] and has a magnitude of 0.1 %.

The second component, the effect of phototube asym-
metry on the efficiency calculations is likewise evalu-
ated from the mean of the values cited in Refs. [19, 20]
and leads to a value ofu26 of 0.14 %. This component
accounts for efficiency losses that could be present if the
responses of the PMTs are assumed to be different by
10 %.

3.3.16 Impurity Analysis The 63Ni solutions were
radionuclidically very pure. The solutions were indepen-
dently examined for possible photon-emitting impurities
using high-purity intrinsic germanium detectors [21].
None were detected. Lower limitsL , in terms of the
ratio of the number of photons emitted per second to the
63Ni activity in units of Bq, at various energy regions,
were:

in the region 12 keV–88 keV,
L < 53 10–6 s–1 ? Bq–1;

in the region 96 keV–507 keV,
L < 2 3 10–6 s–1 ? Bq–1;

in the region 515 keV–1456 keV,
L < 8 3 10–7 s–1 ? Bq–1; and

in the region 1456 keV–1900 keV,
L < 3 3 10–7 s–1 ? Bq–1.

The relative standard uncertainty in the efficiency-
traced massic activity due to photon-emitting impurities
was estimated to be equal to the estimated limit of
detection for the impurities; that is, that the relative
standard uncertainty is 100 %. Propagating these un-
certainties gives for the uncertaintyu18 a value of
4 3 10–4 %.

3.4 Other Effects Evaluated but not Included in
the Uncertainty Budget

3.4.1 Comparison of Solutions M4 and M5:
Results Over 27 YearsBecause all three of the63Ni
SRMs issued by NBS/NIST over the past 27 years are
gravimetrically related to a common solution source, it
was possible to check the accuracy of the dilution
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factors, or alternatively, to check the stability of the
solution over this time interval. The relationship
amongst the various SRMs provided the information
necessary to experimentally determine the half-life of
63Ni from radioactive decay for the first time [1]. Solu-
tions originating from M1 and M2 (see Fig. 1) were
gravimetrically diluted to give two new solutions (de-
noted M4 and M5 respectively) and were counted in the
LS spectrometers as outlined above. The results were
normalized by their respective dilution factors to solu-
tion M3, from which the ampoules of the present SRM
were prepared. The results are tabulated in Table 4.

A rather complete analysis of the previous NBS/NIST
calibrations, along with a comparison of the present
calibration, is given by Colle´ and Zimmerman [22]. By
adjusting the former results to reflect the latest available
nuclear decay data, as well as reassessing the uncer-
tainty estimation of the former results, it was found that
the massic activitiesCA of all three calibrations agree to
within 0.3 % when the appropriate decay corrections are
made. Considering that the standard uncertainties of
each of the calibrations are of the order of 1 %, this
shows remarkable consistency in the measurement capa-
bilities of NBS/NIST.

3.4.2 Differences Between SRM AmpoulesBe-
cause the experiments performed for this calibration
utilized 63Ni solution from 4 randomly-chosen ampoules
from among the 60 that were prepared, it should be
possible to look at variations in the efficiency-traced
massic activity of the63Ni solutions in those ampoules.
No two investigations, however, used the same LS cock-
tail composition (identical scintillator, identical aqueous
fraction, carrier composition, quenching agent, etc.).
Thus direct comparisons between all four ampoules are
not possible. The best comparison that can be made is
shown Fig. 10. In that plot, solutions from ampoules 7,
30, and 58 are compared for both high (≈10 %) and low
(# 3 %) LS water fractions. Only low water fraction
data are available for ampoule 30. The low aqueous
fraction data are complicated by much lower (≈ 0.1 %)
fractions used in ampoules 58 and 30 relative to ampoule
7 (3 %). It is clear from Fig. 10 that there is good
agreement between ampoules when the LS water frac-
tions are nearly equal. Moreover, with only two excep-
tions, all of the data agree with each other within the
measurement uncertainties. Based on these data, how-
ever sparse, it can be concluded that there is no addi-
tional uncertainty component due to the choice of solu-
tion ampoule. Furthermore, any small effect that might
be present is completely embodied in the measurement
variabilities.

Table 4. Comparison of efficiency-traced massic activitiesCA,63Ni of
solutions M3, M4, and M5 (see Fig. 1)

Solution Identifier (cocktail series) CA,63Ni /kBq ?g–1

M3 (K,L) 50.23 6 0.11
M4 (M) 50.246 0.15
M5 (N) 50.246 0.31

a All massic activities are normalized by the appropriate gravimetric
dilution factors to solution M3, which represents the present calibra-
tion. See Table 1 for compositions of LS cocktails of the appropriate
cocktail series for each solution. The uncertainties are the standard
uncertainties corresponding to the variability in the massic activity
due to reproducibility between LS cocktails in a given cocktail series.

Fig. 10. Comparison of massic activitiesCA (in Bq ? g–1) of 63Ni
obtained from experiments with three different ampoules, 7, 58, and
30, chosen at random from the 60 ampoules of SRM 4226C pre-
pared. The squares indicate measurements performed using rela-
tively low (< 3 %) aqueous fraction in the LS cocktail, while the
circles indicate higher (≈ 10 %) aqueous fractions. The uncertainty
bars signify the one standard uncertainty interval for measurement
reproducibility amongst all cocktails with similar LS cocktail
composition prepared with63Ni from the same ampoule.

4. Conclusion

A new set of63Ni solution standards has been pre-
pared by the Radioactivity Group of NIST and was
issued as NIST SRM4226C. The certified massic ac-
tivity for these standards is 50.53 kBq?g–1 6 0.92
kBq ? g–1 at a reference time of 1200 EST August 15,
1995, where the uncertainty is the expanded uncertainty
(coverage factork = 2) based on the evaluation of 28
different uncertainty components which were evaluated
on the basis of an exhaustive number (976) of LS count-
ing measurements investigating over 15 variables. By
far the largest uncertainty in the determination ofCA
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arises from the uncertainty of the decay correction of
the 3H standard. It alone comprises roughly one-fourth
of the overall uncertainty. Measurement variability
(comprised of repeatability on a single LS cocktail,
reproducibility between cocktails in a given cocktail
series, and reproducibility between different cocktail
series with different quench curves) accounts for another
quarter of the uncertainty. Much of the remaining half
of the uncertainty is due to various steps involved in the
application of the CIEMAT/NIST method.

A large number of LS cocktail measurement effects
were investigated, including that of mass fraction of
water in the cocktails. It was found that reproducibility
between measurements on the same cocktail was poor
for cocktails when the mass fraction of the water was
less than 5 %. Furthermore, these studies gave the first
indication that the carrier ion concentration in that water
fraction may also play an important role.

As low-energyb -emitters become increasingly used
as radionuclidic standards, an understanding of cocktail
effects such as those associated with total cocktail mass
or volume, total water mass fraction, and ion concentra-
tions are crucial. The experiments performed in this
calibration are serving as a starting point for larger,
more systematic studies of how these variables interact
and influence the final results. We intend to continue
searching for and evaluating these effects and encourage
other laboratories, especially other standards laborato-
ries, to do likewise.
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